SHORT ARTICLE

The effects of sample storage on polymerase chain reaction-based detection of *Toxoplasma gondii* in amniotic fluids

A. W. L. JOSS and D. O. HO-YEN

Scottish Toxoplasma Reference Laboratory, Raigmore Hospital NHS Trust, Inverness IV2 3UJ

The effects of sample storage, target preparation and annealing temperature on a nested polymerase chain reaction (PCR) test for *Toxoplasma gondii* DNA were investigated with experimentally seeded amniotic fluids to simulate congenital infection. Aliquots of 17 amniotic fluid samples remaining after investigation for conditions other than toxoplasmosis and seeded to contain small numbers of *T. gondii* tachyzoites, were tested after storage for up to 2 weeks. There was no deterioration in test sensitivity on samples stored for 1–2 weeks at room temperature; thus, samples sent by post to reference laboratories are acceptable for examination. There was no significant difference in the results from two target preparation methods or two different annealing temperatures. One-to-ten parasites were detectable in 13 of 17 test samples. The significant feature in the remaining four samples was the use of washed stored parasites to seed the amniotic fluids rather than any feature of the amniotic fluids used or the test. False positive results were found in up to 15% of unseeded amniotic fluid samples, which contrasts with only 1.9% for the same PCR test in other routine or negative control samples tested as part of the laboratory’s reference diagnostic work. The difference illustrates the increased risk of cross-contamination in PCR when the majority of specimens tested are positive. The results suggest that PCR techniques are likely to be sensitive and effective tools for the routine diagnosis of congenital toxoplasma infection.

**Introduction**

Congenital toxoplasmosis affects about one in 1000 babies in the UK of whom 8% may suffer immediately evident serious ocular or brain damage and even asymptomatic babies will probably suffer some form of ocular impairment later in life [1]. Antenatal diagnosis of congenital toxoplasmosis currently relies on evidence from several laboratory techniques, none of which is entirely satisfactory. Proof of fetal infection following maternal infection during pregnancy usually requires sampling of fetal blood, by cordocentesis, as well as amniotic fluid [1]. These samples are subject to tissue culture and animal culture, serological tests and haematological and biochemical analysis for non-specific abnormalities [2, 3]. As none of these tests is 100% sensitive, all are essential to confirm fetal infection, and even then up to 10% of congenital infections may not be detected [4]. The most sensitive test, parasite culture in mice, requires 4–6 weeks to produce a result. Furthermore, cordocentesis involves a risk of miscarriage and is only undertaken in specialist centres [5].

A recent study [6] achieved greater success than previous methods at isolating toxoplasma from amniotic fluids by mouse inoculation but still required fetal blood tests, including specific IgA as well as IgM tests, to achieve maximum detection of fetal infection. Therefore, the description of a very sensitive and reliable polymerase chain reaction (PCR) technique for *Toxoplasma gondii* performed only on amniotic fluid samples to diagnose fetal infection [7] was a major step forward. This PCR was used in a laboratory with a regular daily demand for diagnosis of fetal infection and was designed to minimise the risk of false positive results due to cross-contamination from sources of *T. gondii* DNA by the use of modifications appropriate to a single stage PCR [7]. The present study investigated the ability of a nested B1 gene PCR [8, 9] to identify toxoplasma infection in a routine diagnostic laboratory not solely dedicated to PCR testing, and the stability of experimentally infected amniotic fluids.
Materials and methods

Samples

Amniotic fluids (17 samples) remaining after diagnostic tests were collected anonymously from patients undergoing amniocentesis for investigations other than T. gondii infection. Wet preparations were examined microscopically for erythrocyte and other cell (leucocyte, epithelial cell) content. Six 1-ml aliquots of each sample were dispensed in 1.5-ml microcentrifuge tubes.

T. gondii RH strain [10] tachyzoites, freshly collected from the peritoneums of experimentally infected cotton rats, were washed once with isotonic saline and the concentration was determined by phase contrast microscopy with a Neubauer counting chamber. Dilutions containing 16, 32, 80, 160 and 1600 parasites/20 µl of saline were prepared. Twenty µl of each dilution were added to a 1-ml aliquot of amniotic fluid, leaving one unseeded control aliquot. Amniotic fluid samples were stored at 4°C (four samples) or room temperature (13 samples) for up to 16 days. On days 1, 5, 8, 1 ± 1 and 15 ± 1, a 0.25-ml sample (containing 0, 4, 8, 20, 40 or 400 parasites) was removed from each seeded mixture and centrifuged at 10,000 g for 5 min. The deposit was washed once with 1 ml of sterile distilled water (SDW) (10,000 g for 5 min) before resuspending in SDW 40 µl. Half of this suspension was diluted with SDW 20 µl and half with buffered proteinase K (Sigma) 20 µl (final concentrations: proteinase K 200 µg/ml; 50 mM Tris-HCl; 1 mM EDTA disodium; Tween 20.0.5%); so that at each time point 2 × 20-µl samples were prepared in SDW and 2 × 20-µl samples in proteinase K, each containing 0, 1, 2, 5, 10 or 100 parasites.

Sample extraction

Amniotic fluid deposits in SDW were boiled for 15 min. Proteinase K-treated samples were incubated at 4°C (four samples) or room temperature (13 samples) for up to 16 days. On days 1, 5, 8, 1 ± 1 and 15 ± 1, a 0.25-ml sample (containing 0, 4, 8, 20, 40 or 400 parasites) was removed from each seeded mixture and centrifuged at 10,000 g for 5 min. The deposit was washed once with 1 ml of sterile distilled water (SDW) (10,000 g for 5 min) before resuspending in SDW 40 µl. Half of this suspension was diluted with SDW 20 µl and half with buffered proteinase K (Sigma) 20 µl (final concentrations: proteinase K 200 µg/ml; 50 mM Tris-HCl; 1 mM EDTA disodium; Tween 20.0.5%), so that at each time point 2 × 20-µl samples were prepared in SDW and 2 × 20-µl samples in proteinase K, each containing 0, 1, 2, 5, 10 or 100 parasites.

PCR

A nested PCR was performed as described previously [8, 9] but with a different source of Taq polymerase, reaction buffer (10X concentrated) and MgCl2 (all from Advanced Biotechnologies Ltd, Leatherhead, Surrey). Each PCR reaction contained 0.8 u of enzyme, 1X buffer, 1.5 mM MgCl2, 0.2 mM each dATP, dCTP, dGTP and dTTP (Advanced Biotechnologies) and 20 pmols of each primer. Primers S114 and S115 [9] were used in the first round PCR, and primers S331 and P456 [9] at the nested stage. All primers were from Severn Biotech, Kidderminster. Samples (20 µl) were tested in a final reaction volume of 50 µl as described previously [8, 9]. The PCR positive controls were suspensions of 10 and 1 RH tachyzoite/20 µl of water prepared just before use from a stock of 10⁴ tachyzoites/20 µl, stored at 4°C in saline or water containing sodium azide 0.1%.

Compared to the method described previously [8, 9], the number of cycles in the first stage PCR was increased from 30 to 40 cycles of 94°C for 1 min, 53°C for 1 min, 72°C for 1 min, followed by a 5-min extension at 72°C in a Techne PHC1 or PHC3 programmable Di-block (Scotlab, Aberdeen). For the nested PCR, the number of cycles was reduced from 17 to 14 cycles of 94°C for 1 min, 53°C for 30 s, 72°C for 30 s, followed by a 5-min extension, performed on a 1 in 80 dilution in SDW of the primary product. This is the routine method used in the laboratory and has been optimised for the reagents currently used to detect reliably one tachyzoite in the positive control in the shortest overall time. A more stringent annealing temperature (60°C) was also tested in the first round PCR, 1°C below the mean Tm of the primers. Products at both stages were identified on agarose 2.5% gels containing ethidium bromide 0.7 µg/ml in 89 mM tris, 89 mM borate, 2.5 mM EDTA buffer (TBE) pH 8.3.

Results

With occasional exceptions (Fig. 1, lane 7) positive results were detectable after the first round PCR, but nested PCR was essential to confirm specificity of first round products and the enhanced band intensity made results easier to interpret. In the figure, a faint band in the target position for the unseeded sample in lane 5 was not confirmed by nested PCR. With samples lysed by boiling for 15 min in water, the nested PCR with 60°C annealing in the first stage detected more of the samples with ≤2 parasites compared to PCR with 53°C annealing (7 versus 3 of 17), but the difference was not significant (p = 0.26) (Table 1). By this procedure, positive results were obtained for 13 of 17 samples containing ≤10 parasites, 7 of 17 of which were also positive when they contained ≤2 parasites. These results were not significantly different (p > 0.5) from those obtained for samples extracted by the proteinase K method normally used in the laboratory. Samples seeded with 100 parasites (results not shown) were not tested when the same amniotic fluids gave positive results when seeded with fewer parasites.

Most procedures failed to detect ≤10 parasites in the same four amniotic fluids. These were not associated with any one of the five different stocks of toxoplasma parasites that were prepared during the study for seeding amniotic fluids. However, all four samples involved storage of the parasites for one or more days between preparation and seeding; this significantly reduced sensitivity (p = 0.004). The amounts of erythrocyte, leucocyte or epithelial cell contamination were not significant factors in PCR sensitivity.
Fig. 1. PCR products (arrowed) after first round (bottom panel; 194 bp) and nested stages (top panel; 97 bp) on ethidium bromide stained agarose gel: lanes 1, 14, marker ladder; 2–5, unseeded samples; 6–11, samples seeded with one parasite; 12, 13, positive controls containing one and 10 parasites, respectively.

Table 1. Comparison of PCR results for freshly seeded samples examined by two extraction methods and annealing temperatures

<table>
<thead>
<tr>
<th>Number of parasites in sample</th>
<th>Boiling</th>
<th>Proteinase K</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>53°C (annealing)</td>
<td>60°C (annealing)</td>
</tr>
<tr>
<td>First stage PCR</td>
<td>(n = 17)</td>
<td>(n = 16)*</td>
</tr>
<tr>
<td>Unseeded</td>
<td>0</td>
<td>2</td>
</tr>
<tr>
<td>≤ 2</td>
<td>1</td>
<td>5</td>
</tr>
<tr>
<td>≤ 10</td>
<td>11</td>
<td>13</td>
</tr>
<tr>
<td>Nested PCR</td>
<td>(n = 17)</td>
<td>(n = 17)</td>
</tr>
<tr>
<td>Unseeded</td>
<td>2</td>
<td>4</td>
</tr>
<tr>
<td>≤ 2</td>
<td>3</td>
<td>7</td>
</tr>
<tr>
<td>≤ 10</td>
<td>14</td>
<td>13</td>
</tr>
</tbody>
</table>

n, number of samples tested.
*The remaining samples were not examined by electrophoresis.

(p = 0.07). There was no evidence of loss of PCR sensitivity, with any extraction or test method, after storage of seeded amniotic fluids for a week or more. If anything there was an apparent marginal improvement. This was found regardless of whether samples were stored at 4°C (four samples) or room temperature (13 samples). Six samples were stored for a further week at room temperature without loss of sensitivity.

Combining all the data on unseeded samples, positive nested PCR results were obtained for 14% of 98 boiled samples and 15% of 88 proteinase K-extracted samples. A similar proportion were PCR positive after the first stage; 13% of 94 boiled samples and 20% of 85 proteinase K-extracted samples. In 16 of the 17 samples, positive results were randomly distributed and not consistently associated with any one amniotic fluid, indicating that they were false positive results. In the seventeenth sample, the fact that there was a concentration of positive results in tests on the unseeded sample which had been stored for a week, and negative results were found in more than half of the seeded samples similarly stored, again suggests contamination of the unseeded sample. These figures compare with only 1.9% false positive nested PCR results (four positive and one weak positive in 258 tests) in tests carried out on routine PCR-negative samples or controls during the same period.
Discussion

The ability of a nested PCR to detect *T. gondii* in amniotic fluids in a routine diagnostic laboratory setting was investigated. There was no advantage in proteinase K extraction thus the simpler boiled-lysis method would appear to be the method of choice for the preparation of amniotic fluid containing *T. gondii* for PCR. A single-step PCR would be simpler and reduce the risk of false positive results from cross-contamination. Most positive results were detected after the first stage, but they require confirmation and nested PCR with primers specific to the internal sequence of the first-stage product is faster than the alternative method of hybridisation, avoids radioactive or other expensive labelled probes and is technically easier for a routine laboratory. As the methods for counting and diluting tachyzoite suspensions used in the present study probably do not guarantee the presence of precisely one, two, five and 10 parasites in the test samples, results were analysed at two detection thresholds, ≤ 2 parasites and ≤ 10 parasites. Virtually all of the samples in which ≤ 10 parasites were not detected involved samples seeded with stored parasites. It has been observed that parasites stored at concentrations below 30/20 μl in saline without sodium azide produce negative PCR results, which suggests that parasite lysis or DNA degradation during storage prior to seeding may have influenced these results. In contrast, freshly prepared parasites in amniotic fluid may be less susceptible to lysis or degradation, so that small numbers remain detectable.

The markedly higher false positive rate in the samples tested in this study compared to routine samples tested in the same period reflects different handling conditions. Routine samples, the great majority of which are negative, were prepared and diluted in small numbers in facilities strictly isolated from the positive controls and from the later stages of the PCR. In contrast, the great majority of the experimental samples were, by intention, positive and were handled together with the unseeded negative controls during all stages of the PCR. Consequently the risk of cross-contamination with target was greater. However, the PCR described is suitable for the diagnosis of toxoplasmosis in amniotic fluids where test conditions and cross-contamination risks would be the same as for other routine specimens. As well as PCR stage segregation, recognised precautions [11] are used in this laboratory, including the use of sterile reagents and plastics, frequent glove changes, opening and closing of tubes in turn, pipettes dedicated to each PCR stage, UV irradiation between experiments, and single use of tips. In the nested PCR described here, it is not possible to use the modified phage internal positive control used in the single stage PCR [7] but the toxoplasma positive control is not handled until all test samples are prepared and placed in the thermal cycler, to minimise cross-contamination.

The expected parasite concentration in clinical samples is not known but other workers [7] detected fetal infection by testing one-fifth of a 1.5-ml sample in all patients tested (37) except one which was tested early after maternal infection. In the present study, 0.25-ml volumes of amniotic fluid containing 4–40 parasites were sampled but larger volumes could easily be concentrated at the initial centrifugation stage. The resulting increased concentration of human cells, especially erythrocytes, might inhibit the PCR [9, 12], but there was no evidence that these interfered significantly in this study. The lower intensity of some bands relative to the positive controls may suggest some degree of inhibition by these samples. Washing amniotic fluid deposits with water, as described, reduces the inhibition by haemoglobin from erythrocytes [9] and routine diagnostic samples are always checked for inhibition by spiking a duplicate sample with one parasite from the positive control stock solution.

Tachyzoites are the parasite stage most likely to be present in infected amniotic fluids, perhaps within infected cells [13], and the most vulnerable to destruction [14]. As they remained detectable in samples stored for up to 2 weeks at room temperature, posting samples to a reference laboratory should not impair diagnosis and would allow centralisation of resources and expertise. Diagnosis of maternal toxoplasmosis may be slow in countries like the UK which have no systematic screening programmes [1]. Therefore, it is important that rapid fetal diagnostic methods like PCR are available in laboratories that have expertise in detecting toxoplasma, although the lower incidence of the disease in countries such as the UK compared to, for example, France means that facilities dedicated to toxoplasma PCR are not necessary.

This work was supported by a grant from the Scottish Home and Health Department (reference K/MRS/50/C1828). We are very grateful for the superb co-operation of Drs M. Hulse, D. A. R. Lees, B. Milne and M. W. MacLean, without whose help this study would not have been possible. We thank Mr J. McGhee for the illustration and Miss Lorina Wycherley for invaluable secretarial assistance.

References


