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New ImmunoenzymaticAssayfor HumanThyrotropinComparedwithTwo
Radioimmunoassays
A. Eugene Pekary, Leon F. Turner, Jr., and Jerome M. Hershman

We have evaluated a new immunoenzymatic assay for
human thyrotropin involving three monocional antibodies
(AbbottHTSH EIA) and compared the resultswith those of
two conventional nonequilibnumdouble-antibodyradioim-
munoassay(RIA) methods:ClinicalAssays’ AlA and a re-
search RIA (J Clin EndocrinolMetab 1975;41:676). Mean
values for thyrotropinin 100 euthyroidserum samples were
similarin the Abbott and ClinicalAssays methods,but both
sets were significantlyhigherthanthoseby the researchAlA.
By all methods,values for hypothyroidpatientswere clearly
higherthan values for euthyroidsubjects.Resultsfor hyper-
thyroidand euthyroidsubjectswere resolvedslightlybetter
with the research AlA than with the Abbott kit. The new
Abbottassay was far more sensitivethan either the Clinical
Assays AlA or our researchAlA. The correlationof resultsof
the Abbott assay with those of the ClinicalAssays and the
research RIA exceeded 90% for samples from hypothyroid
patients. The Abbott assay replaces radioisotopecounting
with spectrophotometricdetection.

AddItIonal Keyphrases:“kit” methods intermethodcompan-
thyroid status monoclonalantibodies

The development of highly sensitive 1I-labeled assays
for thyrotropin (TSH) over the past 10 years has promoted
major advances in our understanding of the regulation of
thyrotropin secretion in health and disease (1). Neverthe-
less, because of the accumulating burden of regulations
concerning the acquisition, storage, distribution, handling
and disposal of lml.labeled materials, the need for alterna-
tive methods for assaying TSH has become compelling.
Ideally, these new methods will not sacrifice the best
characteristics of the current state-of-the-art assays: high
sensitivity, excellent reproducibility, short incubation
times, and storage stability of tracer for at least two months.

We report here the results of our comparison of a new,
state-of-the-art, nonisotopic method for measuring human
TSH with high sensitivity (Abbott inimunoenzymatic as-
say); a representative commercial (Clinical Assays) kit
assay for TSH based on the standard nonequilibnum, dou-
ble-antibody radioimmunoassay technique; and a similar
research radioinimunoassay optimized for sensitivity rather
than for minimum incubation time.

Materials and Methods

Abbott HTSH EM. The thyrotropin (thyroid-stimulating
hormone, TSH) diagnostic test kit (Abbott HH EIA) was
provided by Abbott Laboratories, North Chicago, IL. This
solid-phase immunoenzymatic method is based on the
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“sandwich” principle and involves three monoclonal anti-
bodies directed against three different antigenic sites on the
human TSH molecule. Two TSH-speciflc antibodies (one
specific to the beta-subunit and one to intact TSH) are
immobilized on a polystyrene bead. The alpha subunit-
specific antibody, which is conjugated with horseradish
peroxidase (EC 1.11.1.7), is supplied by the manufacturer in
0.1 mol/L Tris buffer, pH 7.5, with protein stabilizers and
thimerosal (100 mgfL) as preservative. The complete compo-
sition of the substrate solution was not revealed by the
manufacturer. The enzyme substrate solution, containing
hydrogen peroxide and o-phenylenediarnine (OPD), is added
to the washed beads. In the presence of TSH, a yellow-
orange color develops that is directly proportional to the
quantity of TSH in the sample.

The assay procedure is as follows. Add 100 pL of standard,
control, or specimen to each well of the narrow-well reaction
tray supplied with each kit. Add one antibody-coated bead to
each well, apply the cover seal, and incubate in a 37#{176}C
water bath for 1 h. Remove and discard the cover seal, then
wash the beads three times in distilled water with
“Pentawash” (a bead-washing device supplied by the manu-
facturer). Add 200 zL of the TSH antibody-horseradish
peroxidase conjugate to the beads, apply a new cover seal,
and incubate 1 h at 37#{176}Cas before. Remove and discard the
cover seal. Wash the beads three times with Pentawash,
then transfer the beads to 12 x 75 mm plastic test tubes.
Pipet 300 pL of OPD substrate solution into each tube and
into two empty tubes used for substrate blanks, and incu-
bate at room temperature (15 to 30#{176}C)for 30 mm. Pipet 1.0
mL of 1 mol/L sulfuric acid into each tube to stop the
reaction, and vortex-mix. Measure the absorbance at 492
am. Calculate the results by graphical or least-squares
interpolation from a linear plot of A492 vs TSH concentra-
tion for the assay calibrators. [Abbott also has available a
computerized spectrophotometer (“Quantum” analyzer) that
provides complete data analysis for each sample inserted.]

Clinical Assays hTSH radioimmunoassay. The GAMMA-
DAB#{174}human serum [lmI]hThH radioimmunoassay kit
(Clinical Assays, Cambridge, MA) is a liquid-phase nonequi-
libriuni radioimmunoassay in which a rabbit polyclonal
antibody to human TSH is used. The assay procedure is as
follows. Add 200 iL of calibrator, control, or unknown in
duplicate to 12 x 75 mm test tubes. Add 100 1iL of TSH
antibody, then shake the samples for 15s. Incubate for 18-
24 h at room temperature, add 100 pL of ‘I-labeled TSH,
and shake again for 15s. Incubate for 3 h at 37 ‘C, then add
1 niL of goat antirabbit antiserum in dilute polyethylene
glycol and incubate for at least 5 miii in a 37#{176}Cwater bath.
After centrifuging the samples (1000 x g, 15 miii), decant
the supernates and count the radioactivity of the precipi-
tates for 1 mm. Plot the ratio of the counts at finite
concentration of TSH calibrator to the counts bound with
the zero concentration of TSH calibrator vs the logarithm of
the TSH concentration. Calculate unknown concentrations
by graphical interpolation, or use a conventional radioim-
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munoassay analysis program to estimate the concentration
of TSH in serum samples.

In-house ‘research” radioimmunoassay. For comparison,
we correlated the Abbott kit results and those of the Clinical
Assay kit with those obtained with a previously described
(2) highly sensitive, nonequilibrium, double-antibody radio-
immunoassay (VA TSH) as recently modified: we now
incubate overnight at 22#{176}C100 zL of calibrators and serum
samples with 100 &L of rabbit antiserum to TSH (100 000-
fold working dilution) in a total incubation volume of 0.4
mL. We then add 100 p1 of ‘I-labeled TSH (6000 countsl
mm), incubate for 5 h at 22#{176}C,then add 100 p1 of goat
antiserum to rabbit gamma-globulin, and incubate over-
night at 4#{176}C.After centrifuging (1000 x g, 30 mm), we
aspirate the supernatant fluid and determine the radioactiv-
ity in the pellet without further processing.

Results

The Abbott TSH values for a group of 100 euthyroid
subjects did not differ from corresponding results obtained
with the Clinical Assays kit (Table 1). However, the results
from both of these assays were significantly higher than
those obtained in the VA TSH assay (p <.001, two-tailed
paired t-test). The Abbott data for 40 hypothyroid patients
were significantly higher than the corresponding results for
these 40 subjects measured with the Clinical Assays kit (p
<.001) and in the VA ‘NH assay (p <.05, two-tailed paired
t-test).

Assays of 40 sera from hyperthyroid patients (all with
undetectable TSH in the VA TSH assay, <0.3 milli-int.

Table 1. ConcentratIon of Thyrotropln In Serum as
Measured by the Three Methods

Mean (and SD)TSH cones, mull-mt.unlts/L

Abbott ClinicalAssays
Euthyroid
100 2.8 (2.0)
Hypothyroid

40 94 (82)
Hyperthyroid

40 NDin29a
‘ND, notdetectable (<.05 miili-int.unit/L).Remaining11 values:0.4 (SD

0.1) mliiimt.unit/L.
‘ND (<1.0 milli-Int. unit/L).RemaIning19values:1.3 (SD .3)mull-mt.unft/L.

unit/L) by the Abbott kit, showed that ‘NH was undetect-
able in 29 (<0.05 miffi-int. unit/L) and was 0.4 (SD 0.1)
milli-int. unitIL for the other 11 samples. The minimum
detectable dose was calculated from the average of 2 SD at
zero dose ofH (0.00148 A492) divided by the average slope
of the standard curve at zero dose (0.031 A4g/milli-int. unit
of TSH per liter). TSH was undetectable (<1.0 miui-int. un-
itIL) in 21 of the sera from 40 hyperthyroid patients when
assayed with the Clinical Assays kit; the remaining 19
samples had 1.3 (SD 0.3) milli-int. unit/L. If we used the VA
TSH assay minimum detectable dose of <0.3 milli-int.
unit/L for both the VA and the Abbott assays, then two of
the 100 euthyroid TSH results were undetectable by the VA
TSH assay and three were undetectable by the Abbott kit.

Figure 1 depicts representative standard curves for the
Abbott, Clinical Assays, and VA methods for measuring
human TSH.

We determined 1vithin- and between-assay CVs for all
three assays (Table 2). Hormone cross reactivities in the
various methods are given in Table 3.

Regression analysis for TSH concentrations as measured
with the Abbott (y) and Clinical Assays (x) kits gave y =

1.029x + 0.018 (r = 0.71, n = 94) for euthyroid results
obtained in five consecutive Clinical Assay analyses and six
consecutive Abbott kit assays. Regression of the Abbott kit
(y) data vs the VA TSH (x’) results for 94 euthyroid subjects
gave y = 0.903x’ + 0.331, r = 0.68. The corresponding
regression analysis for results from 40 moderately to severe-
ly hypothyroid subjects is shown in Figure 2.

Discussion
The Abbott immunoenzymatic assay for human TSH

incorporates several recent advances in TSH assay method-
ology. The use of monoclonal antibodies ensures a large
supply of TSH-specific immunoglobulin of constant epitope

vet. Admln. specificity (3). The coupling of the TSH beta-subunit-specific
immunoglobulins to the polystyrene bead permits quantita-

2.2 (1.5) tive removal, after the first incubation (4), of hormones
structurally related to TSH, as well as other serum proteins

81 (63) which are responsible for the inhibitory “matrix” or “serum”
ND in40 effect on tracer binding (2). The horseradish peroxidase-

alpha-subunit-specific immunoglobulun conjugate, added in
the second incubation, binds to the intact, bead-immobilized
TSH molecules (1). The remarkable improvement in assay
minimum detectable dose, 0.05 milli-int. unitfL, as com-
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Table 2.
Abbott

CoeflIclents of VariatIon for the Three
Clin. Assays

Assays
VATSH assay’

TSH 0f1I1

mull-mt.
unlts/L

CV,% u-ll
mull-mt.
unlts/L

CV,% TSH concn,
milli-int.
unlta/L

cv, %

Within assay Between assayWithin ausy Between assay8 Withinassay Between assay
2.0 4.4 16.1 4.8 6.7 12.7 1.0 23.4 41.5
6.25 7.2 15.3 17.3 4.1 19.1 2.0 16.8 24.5

22 4.0 14.8 21.3 3.3 19.2 4.0 10.7 12.5
33 3.9 13.1 8.0 15.5 23.2

= 5. b = 15. #{176}n= 12.

pared with that for the VA H assay, 0.3 milli-int. unit/L,
may be attributable in part to this use of an enzymatically
catalyzed product for detection. With the Pentawash device,
three cycles of spraying with distilled water to five beads
simultaneously, followed by aspiration of the bead wash, is
performed at two different stages of the assay. This inten-
sive washing of the beads, although somewhat inconve-
nient, is essential for obtaining a low background absor-
bance. The OPD solution, which is a substrate for the
horseradish peroxidase, is not very stable, and will gradual-
ly yield an increasing background of absorbance at 492 am.
OPD is toxic and may be carcinogenic (5).

The mean TSH values for euthyroid subjects as measured
with the Abbott and Clinical Assays kit were very similar.
These were both significantly higher, however, than the

Table 3. Cross Reactlvltyc of Some Glycoproteln
Hormones In Each of the Assays

Apparent
Concn TSH
tasted, response,

milli-Int.
unlts/L

12b

14b

2

ClIn VA
Abbott Assays TSH

1 x iO- 0.2 042b
1 x 1O 0.2 02gb

1.5 x io- <0.1 <io-
as (measured TSH value in nt. units/LdMded by the concentra-

tion of the cross-reacting analyte in mt.units/L) x 100.
‘Cross reactivItydueto residual TSHcontamination.

mean obtained with the VA TSH assay (Table 1). Higher
values for the Abbott kit as compared with the VA TSH
assay was an unexpected result because the mean TSH
values in the conventional TSH RIA have consistently
fallen as the assay minimum detectable dose has declined
(2). This process has been attributed to a greater proportion
of detectable TSH values for serum samples with very low
TSH, even with relatively insensitive assays, owing to
failure to correct for the “serum effect” by adding TSH-free
human serum to the assay calibrators (2). In the case of the
Abbott assay, an increase in the proportion of sera from
hyperthyroid individuals with detectable TSH may be at-
tributed to its much greater assay sensitivity as compared
with the VA TSH assay. The mean value for the hyperthy-
roid serum samples detectable in the Abbott kit was close to
the minimum detectable dose of the VA TSH assay. The
Abbott results for euthyroid subjects were higher than those
obtained in the VA assay, probably owing to the 73%
potency of the Abbott TSH standards measured relative to
the 68/38 standard in the VA assay (6).

All assays compared in this study showed very good
correlation for values in the hypothyroid range. The mean
values for the samples from the hypothyroid patients mea-
sured in the Abbott kit significantly exceeded those ob-
tained with the Clinical Assays method, but they did not
differ from similar data obtained with the VA assay.

The minimum detectable dose for radioimmunometric or
immunoenzymatic methods that rely on monoclonal anti-
bodies bound to a bead are limited by the nonspecifically
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bound counts or background optical signal, respectively (see
Figure 1, left panel). That for radioimmunoassays such as
the Clinical Assays kit and the VA assay depend on the
experimental error at zero dose divided by the antibody
affinity constant (see Figure 1, middle and right panel,
respectively). The apparent antibody affinity constants for
polyclonal antisera may be higher than those for the constit-
uent immunoglobulin molecules because of the occurrence
of cyclic structures involving two imxnunoglobulin mole-
cules with different epitope-recognition sites binding two
hormone molecules simultaneously (7). Polyclona.l RIAs,
such as the Clinical Assays and VA assay, are limited by the
apparent affinity constant, availability of antiserum, and
burdensome isotope regulations. The new Abbott assay, on
the other hand, is limited by the nonspecific signal at zero
dose, which may be further minimized by advances in the
detection system. Environmental concerns regarding the 0-

phenylenediamine used in the Abbott assay appear to be the
only potential drawback to this new, very sensitive, noniso-
topic method for measuring human serum TSH.
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A Sensitiveand PracticalImmunoradiometricAssayof Thyrotropin
Tuula Helenlus”2 and Sari Tlkanoja”2

We describe a two-site immunoradiometricassay for thyro-
tropin (TSH) in serum, based on use of two monoclonal
antibodiesdirectedagainst two separate antigenicdetermi-
nantson the TSH molecule.One antibodyis immobilizedon
polystyrenebeads; the other is radioiodinatedby a modified
ChloramineT method.The detectionlimitof the assay is0.02
milli-int.unitJL.The workingrange (CV <10%) is from 0.1 to
>50 milli-int.units/L.The log mean concentrationof TSH in
sera collected from 100 euthyroidsubjectsbetween 08:00
and 11:00 hourswas 1.9 milli-int.units/L,the range 0.4-5.4
milli-int.units/L.Values for hyperthyroidpatientsandthyroid-
cancer patientsbeingtreated withthyroxinwere muchlower
than those for euthyroidpersons.Resultsby this new assay
correlated excellentlywiththosebyourconventionalradioim-
munoassay(r = 0.99) and alsowitha sensitiveimmunofluor-
ometricTSH method (DeIfia TSH) (r = 0.99).

AdditIonal Keyphrases: monoclonalantibodies hyperthyroi-
dism thyroid-cancer patients . referencevalues radioim-
munoassayandimmunofluorometricassaycompared . preparing
TSH-freeserum timeof day as a factorin sampling

The limited sensitivity of most radioimmunoassays
(RIAs) for thyrotropin (TSH) means that TSH concentra-
tions are recorded as undetectable, not only in hyperthyroid
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patients but also in some euthyroid subjects. There are
sensitive RIA methods (1-4), but they usually require long
incubation times and are relatively labor intensive. Recent-
ly, by using immunometric procedures, it has been possible
to develop very sensitive TSH assays. In these one or more
monoclonal antibodies are labeled with horseradish peroxi-
dase (5), ‘I (6-8), a europium chelate (9), or a chemilumi-
nescent acridinium ester (10). Such assays are sensitive to
<0.1 milli-int. unit of TSH per liter, making it possible to
distinguish results for hyperthyroid subjects from those for
euthyroid individuals.

We have developed a sensitive and practicable immunora-
diometric TSH assay that has worked well during six
months of routine use. Results by this new assay compare
well with those by our old radioimmunoassay method and
by a commercial immunofluorounetric method.

Materials and Methods

Immunoradiometric TSH Assay

Standard TSH containing 150 milli-int. units of human
pituitary TSH (code 68/38) per ampoule was obtained from
the National Institute for Biological Standards and Control,
London, U.K. We prepared standard solutions contiining
125,62.5, 10.4,3.47, 1.16,0.19,0.095,0.047, and 0.023 mliii-
int. units/L by dilution with human TSH-free serum.

TSH -free serum was initially purchased from Internation-
al Laboratory Services, London, U.K., but subsequently we
prepared it ourselves. To do so, we used two immunoadsor-
bents, produced by reacting 40 mg of monoclonal antibody
(Medix Biochemica, Finland, clones 5403 or 5402) with 12.5


